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1.  INTRODUCTION 

1.1  Purpose  of  Program. 

The  purpose  of  this  program  is  to  develop  an  electromagnetic  radiation 
system  (EMRS)  which  will  produce  a prescribed  constant  field  strength  while  it 
scans  a wide  frequency  range.  The  specified  maximum  field  strength  is  200 
volts  per  meter  and  the  specified  frequency  range  is  30  Hz  to  40  GHz.  The 
system  is  intended  to  be  used  to  perform  electromagnetic  susceptibility  tests 
on  a wide  variety  of  test  samples,  to  the  requirements  of  military  electro- 
magnetic compatibility  (EMC)  standards. 

The  program  consists  of  two  phases.  Phase  I covers  research  and 
investigation  to  determine  specific  requirements  for  the  EMRS  and  methods  for 
meeting  these  requirements.  The  result  of  Phase  I is  a design  plan  of  the 
EMRS  system,  resulting  from  the  investigations  performed  during  this  phase. 
Phase  II  covers  construction  of  an  exploratory  development  model  of  the  EMRS, 
consisting  of  a working  model  covering  portions  of  the  required  frequency 
range.  This  model  will  be  constructed  after  approval  of  the  design  plan  by 
the  contracting  officer  (or  his  designated  representative). 

1.2  Summary  of  Second  Quarter. 

During  the  second  quarterly  reporting  period,  the  following  major  tasks 
were  performed: 

1.  A system  block  diagram  was  developed. 

2.  Potential  signal  sources  and  amplifiers,  which  could  be  used  in 
the  final  EMRS,  were  surveyed  and  their  characteristics  were 
tabulated. 

3.  The  parallel  plate  transmission  line,  originally  considered  for 
low  frequency  field  generation,  was  replaced  by  the  more  suit- 
able strip  transmission  line. 

4.  Preliminary  calculations  were  performed  to  determine  the  power 
required  to  obtain  a field  of  200  volts  per  meter  with  the  strip 
line,  and  theoretical  and  experimental  analysis  was  performed  to 
determine  the  equivalence  between  fields  generated  by  this  line 
and  radiated  fields.  The  physical  characteristics  of  the  strip 
line  and  its  characteristic  impedance  were  investigated. 

5.  The  elliptic  reflector,  originally  considered  for  high  frequency 
field  generation,  was  replaced  by  the  more  suitable  refocused 
parabola.  Preliminary  analysis  of  the  refocused  parabola  was 
performed  on  a far  field  basis. 

1.3  Summary  of  Third  Quarter. 

During  the  third  quarterly  reporting  period,  primary  emphasis  was 
placed  on  refining  the  design  of  the  strip  transmission  line  and  the  refocused 
parabola,  including  calculations  of  various  design  parameters.  This  work  is 
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outlined  below: 


1.  Dimensions  of  the  strip  transmission  line,  required  to  obtain  a 
characteristic  impedance  of  50  ohms,  were  computed. 

2.  The  effects  of  protrusions,  on  the  surface  of  the  test  sample,  and 
on  the  VSWR  of  the  strip  line  were  analyzed. 

3.  The  maximum  usable  frequency  of  the  strip  line,  to  insure 
propagation  of  the  TEM  mode  only,  was  calculated. 

4.  The  maximum  attenuation  per  unit  length  of  the  strip  line  was 
calculated. 

5.  A practical  design  for  the  strip  line  configuration  was 
developed,  and  power  required  to  establish  the  required  field 
strength  was  computed. 

6.  For  the  refocused  parabola,  the  axial  displacement  of  the  feed 
was  computed,  and  it  was  proven  experimentally  that  the  resulting 
antenna  had  the  same  gain  in  both  the  near  and  the  far  field. 

7.  Calculations  and  graphs  were  prepared  to  show  the  gain,  beam- 
width,  field  intensity,  required  power  (for  200  volts  per  meter) 
and  diameter  of  circle  illuminated,  as  functions  of  frequency 
and  aperture  diameter. 

8.  An  updated  system  block  diagram  was  prepared,  and  descriptions 
of  the  various  components  in  a functional  sense  are  included  in 
this  report. 


2.  EMRS  SYSTEM 

2.1  Description 

The  EMRS  block  diagram  is  shown  in  Figure  1.  The  overall  system  con- 
sists of  two  subsystems,  a low  frequency  system  (strip  transmission  line)  and 
a high  frequency  system  (refocused  parabolas).  The  low  frequency  system  covers 
the  range  of  frequencies  from  10  kHz  to  2 GHz  requiring  a power  input  over  the 
frequency  range  of  up  to  50  watts.  The  high  frequency  system  covers  the  range 
of  frequencies  from  2 GHz  to  40  GHz.  Individual  bands  cover  2-4  GHz,  4-8  GHz, 
8-12.4  GHz,  12.4-18  GHz,  18-26.5  GHz  and  26.5-40  GHz.  The  input  power  required 
for  these  bands  ranges  from  1 watt  to  over  100  watts,  depending  on  frequency  and 
antenna  size. 

To  provide  the  required  field  intensity  of  200  V/m  over  the  specified 
frequency  bands,  power  amplifiers  are  necessary.  The  10  kHz  to  40  GHz  band- 
width is  covered  in  10  ranges:  10  kHz-250  MHz,  250-500  MHz,  500  MHz-1  GHz, 

1-2  GHz,  2-4  GHz,  4-8  GHz,  8-12.4  GHz,  12.4-18  GHz,  18-26.5  GHz  and  26.5-40  GHz. 
The  200  V/m  field  intensity  over  the  frequency  range  above  2 GHz  is  achieved 
with  power  drive  requirements  as  shown  in  Figure  9.  Power  amplifier  require- 
ments below  2 GHz  are  less  than  50  watts  as  shown  in  section  3.9  of  this  report. 

The  signal  sweep  generators,  with  their  respective  plug-in  modular 
units,  contain  built-in  leveling  controls.  The  generator  output  as  a function 
of  frequency  is  held  constant  by  the  level  control.  The  sweep  generators  also 
contain  variable  gain  (power  out)  control  which  control  the  field  intensity  by 
varying  the  signal  generator  output.  The  sweep  generator  drives  a system  that 
is  broadband  and  relatively  flat,  assuring  a field  strength  that  is  constant 
within  a few  dB  as  a function  of  frequency. 

The  EMRS  system  output  is  monitored  by  a power  meter,  which  measures 
power  output,  and  a frequency  meter  which  measures  the  operating  frequency. 

2.2  Key  Features 

The  EMRS  system  is  capable  of  presetting  field  strengths  from  .001  to 
200  V/m  by  adjusting  the  gain  control  on  the  sweep  generators.  An  absolute 
indication  of  the  field  strength  can  be  read  off  the  calibrated  power  meter  to 
an  accuracy  of  better  than  + 4 dB. 

The  EMRS  system  is  designed  to  produce  field  intensities  up  to  200  V/m. 
To  produce  this  intensity  over  the  frequency  band  of  10  kHz  to  2 GHz,  a power 
amplifier  of  50  watts  is  required.  From  2 GHz  to  40  GHz,  power  amplifiers  from 
approximately  126  watts  down  to  1 watt,  are  required.  If  field  intensities  of 
less  than  200  V/m  are  required  (say  50  V/m),  the  appropriate  power  amplifiers 
can  be  easily  integrated  into  the  system  without  any  other  equipment  changes. 

The  signal  source  for  the  EMRS  is  a sweep  generator  with  plug-in  modular 
units  to  cover  the  required  frequency  ranges  shown  in  Figure  1.  The  user  may 
select  which  frequency  bands  are  needed  and  the  corresponding  plug-in  units  that 
suit  his  own  particular  needs. 


The  signal  sweep  generators  have  the  capability  to  automatically  and 
manually  scan  the  frequency  band  that  they  cover. 


4 


AMPLIFIER 


3.  STRIP  TRANSMISSION  LINE 

3.1  General. 

The  strip  transmission  line  will  be  used  from  10  kHz  to  2 GHz  and 
will  consist  of  a conductor  between  two  ground  planes.  In  this  application, 
one  of  the  ground  planes  is  provided  by  the  surface  of  the  test  object. 
FleLds  will  then  be  generated  between  the  conductor  and  ground  planes.  These 
fields  Induce  currents  on  the  ground  planes  and  energy  is  coupled  into 
the  test  object. 

The  strip  transmission  line's  upper  frequency  limit  is  dependent  upon 
a number  of  factors:  separation  between  conductors,  width  of  conductors  and 

transmission  loss.  The  separation  and  width  of  the  conductors  determine  the 
modes  that  propagate  in  the  line.  When  modes  other  than  the  principal  TEM 
mode  begin  to  propagate,  these  higher  order  modes  interact  with  the  TEM  mode 
and  result  in  non-uniform  fields  whose  characteristics  are  difficult  to  pre- 
dict. The  line  losses  also  limit  the  usefulness  of  long  lines  at  high  fre- 
quencies since  the  losses  are  a function  of  length  and  frequency  and  result 
in  non-uniform  fields.  Since  the  transmission  line's  mode  of  propagation  is 
the  TEM  mode,  no  lower  cut-off  frequency  exists  and  the  line  can  be  used  down 
to  zero  frequency  (DC) . 

The  following  paragraphs  address  themselves  to  these  and  other  consi- 
derations. 

3.2  Coupling  Mechanism. 

In  the  strip  transmission  line  system  considered,  the  electric  fields 
generated  terminate  on  the  test  object  and  induce  currents  on  the  surface  of 
the  test  object.  Whenever  these  currents  encounter  a discontinuity  in  the 
conductive  surface  of  the  test  object,  a voltage  is  generated  across  the  dis- 
continuity. Energy  is  then  radiated  both  into  and  away  from  the  test  object. 
This  is  the  mechanism  by  which  energy  is  coupled  into  the  test  object  for 
determining  its  radiation  susceptibility  characteristics.  When  radiating 
antennas  are  used  to  generate  the  fields,  the  test  object  is  in  the  field  of 
the  radiated  energy.  The  radiated  energy,  upon  reflection  from  the  test  object 
surface,  induces  currents  on  the  surface.  These  surface  currents  then  behave 
in  the  same  manner  as  those  induced  by  the  strip  transmission  line  technique. 

An  analysis  of  the  equivalency  between  fields  generated  by  the  strip 
transmission  line  and  radiating  techniques,  as  well  as  experimental  confirma- 
tion, was  presented  in  the  second  quarterly  report.  It  was  mathematically 
shown  that  the  degree  of  coupling  for  the  two  techniques  are  equivalent  as 
long  as  the  magnetic  field  component  for  the  propagating  wave  in  the  strip 
transmission  line  is  twice  that  of  the  magnetic  field  component  of  the  normally 
incident  radiated  plane  wave.  Since  both  are  TEM  waves  in  an  air  dielectric, 
the  electric  field  strength  for  the  strip  transmission  line  must  be  twice  the 
electric  field  strength  for  the  radiated  wave  in  order  to  produce  the  same 
surface  current  density  and  hence  the  same  degree  of  coupling.  The  field 
strength  required  in  the  strip  transmission  line  is  thus  400  volts  per  meter 
in  order  to  be  equivalent  to  the  effects  produced  by  the  radiated  plane  wave 
with  a field  strength  of  200  volts  per  meter. 
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3.3 


Impedance 


A formula  for  the  characteristic  impedance  of  a strip  transmission 
line  (which  assumes  a wide  strip  width  so  as  to  neglect  the  fringe  fields) 
is  given  as  equation  (18)  in  the  second  quarterly  report . A more  general 
determination  of  the  characteristic  impedance  is  possible  with  the  aid  of 
Figure  2.  The  impedance  curves  shown  are  valid  over  the  range  of  parameters 
given  without  any  assumed  restrictions  as  to  these  parameters.  These  curves 
will  be  used  in  this  report  for  a more  representative  determination  of  the 
strip  transmission  line  characteristic  impedance  than  would  be  possible  by 
using  equation  (18). 

As  a practical  example,  the  following  parameters  as  depicted  in 
Figure  3 are  specified  as  practical  selections: 

t = 0.125  inches  = thickness  of  center  conductor, 
t/b  = .05 

and  then,  b = 2.5  inches  = separation  between  ground  planes. 

For  a characteristic  impedance  of  50  ohms,  Figure  2 gives  the  following  ratio: 
w/b  = 1.3 

and  then,  w = 3.25  inches  = width  of  center  conductor 


Figure  3 is  an  illustration  of  the  strip  transmission  line  configura- 
tion. The  physical  configuration  can  be  realized  in  practical  application  by 
using  dielectric  standoffs  to  maintain  the  spacing. 


If  it  is  assumed  that  the  test  object  has  a flat  conductive  surface, 
the  strip  transmission  line  does  not  have  to  conform  to  irregularly  shaped 
objects.  For  a non- conforming  (fixed)  center  conductor,  finite  protrusions 
on  the  test  object  surface  will  produce  impedance  loading  effects.  With  rea- 
sonable protrusions,  the  percentage  cross-section  area  of  the  symmetrical  line 
obstructed  by  the  protrusion  is  small,  so  that  the  effect  on  the  impedance  of 
the  strip  transmission  line  is  relatively  small.  An  analysis  of  the  impedance 
loading  effects  of  protrusions  in  strip  line  i.4  given  in  the  Appendix.  The 
numerical  example  in  Section  7 of  the  Appendix  •ihows  that  even  a sizeable 
obstruction  of  one  square  inch  would  not  require  anV ^.mpedance  compensation 
in  order  to  preserve  a voltage  standing  wave  ratio  only  1.2  to  1.  This  is 
true  in  the  case  of  Figure  3 for  reasonable  obstructions,  under  one  inch  in 
height. 

3.4  Cut-Off  Frequency. 


An  upper  frequency  limitation  is  imposed  on  the  strip  transmission 
line  by  the  onset  of  higher  order  mode  propagation  when  the  pl*t«  separation 
is  greater  than  one-half  wavelength.  The  equation  for  determining  the  cut-off 
frequency  for  any  higher  order  mode  is  given  by: 


where: 


(D* 


c 

a 

b 

m,n 


speed  of 
width 
height 
order  of 


light 


the  mode 


*N.  Marcuvitz;  Waveguide  Handbook;  Volume  10,  MIT  Rad  Lab  Series,  MCGraw  Hill 
Book  Co.,  1949 j pp  57 , equation  3. 
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t = 0.125  Inches 
w =*  3.25  inches 
b = 2.5  inches 
20=  50  ohms 


STRIP  TRANSMISSION  LINE 


r 


V 

* 


J.  •• 

M 

r.' 

4> 

• '« 


The  first  undesired  mode  which  will  propagate  is  the  TE01  mode.  With  m 'equal 
to  zero  and  n equal  to  one,  equation  (1)  reduces  to: 


c 

2b 


(2) 


For  the  example  in  Figure  3 with  b equal  to  2.5  inches,  the  upper  cut-off 
frequency,  determined  by  that  frequency  where  the  TEq^  mode  will  propagate, 
is  calculated  to  be  2.36  GHz.  This  indicates  that  tne  strip  transmission  line 
can  be  used  up  to  2 GHz. 


3.5 


Attenuation. 


The  attenuation  in  the  strip  transmission  line  is  due  to  both  conductor 
losses  and  dielectric  losses,  or: 


cu' 


and 

where 


“total=“conductor  + “dielectric 
“c  = (y/b)/fGH2erPr(p/p,,ii) 

“d  = (27.3Fp^5r)/Ao 

P/p, 


+ “d 


(3) * 

(4) * 


dB/unit  length 
dB/unit  length 

cu  conductor  resistivity  relative  to  copper 
y = ordinate  from  figure  31  of  reference 
Fp  = power  factor  or  loss  angle  of  dielectric 
fgHz  = frequency  in  GHz 
b = separation  between  ground  planes 
er  = dielectric  constant 
^r  = permeability 
Ao  = free-space  wavelength 
For  the  configuration  being  considered: 

p/pcu  =1.52  for  aluminum  conductor 

y = .00052  from  figure  31  (t  = .125  inches,  Zo  ■ 50  ohms) 
b = 2.5  inches 
er  “ 1.0+ 
wr  * 1.0+ 


Fp 


.0001 


* ITT;  Reference  Data  for  Radio  Engineers,  Fifth  Edition;  pp  22-26,  27,  28. 
+ Walton,  J.D.;  Radome  Engineering  Handbook,  Marcel  Dekker,  Inc.,  New  York 
1970;  pp  193-196. 
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It  can  be  seen  from  the  equations  that  attenuation  increases  with 
frequency,  and  the  greatest  line  loss  will  occur  at  the  maximum  frequency  at 
which  the  stripline  technique  is  to  be  used.  The  maximum  attenuation  then 
occurs  at  2 GHz  and  is  found  to  be: 

“dielectric  - .000462  dB/inch 
“conductor  » .000363  dB/inch 

"total  - .000825  dB/inch 

For  practical  purposes,  the  total  attenuation  is  in  the  order  of  .01  dB  per 
foot. 
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3.6  Configuration. 

During  the  course  of  developing  the  strip  transmission  line  technique, 
several  configuration  concepts  were  considered.  As  originally  conceived,  the 
strip  transmission  line  would  have  been  a flexible,  though  firm,  structure 
continuously  wrapped  around  the  test  object  with  adjacent  lines  appropriately 
spaced.  This  seemed  extremely  attractive  since  a 100  foot  length  would  still 
have  low  attenuation  (.01  dB  per  foot  or  1 dB)  and  be  able  to  cover  large 
test  objects  in  one  operation.  The  drawback  of  this  technique  is  that  when 
the  differential  line  length  between  adjacent  lines  becomes  an  odd  multiple 
of  one-half  of  a wavelength,  the  adjacent  fields  are  180  degrees  out  of  phase 
and  therefore  cancel.  For  this  reason,  if  the  test  object  is  to  be  illumi- 
nated by  adjacent  lines,  these  lines  must  be  correlated  in  phase. 

Another  approach  was  to  retain  a flexible  line  structure  that  would 
be  [r.ralleled  by  "zip-lock"  arrangements,  with  other  identical  lines  to  any 
desired  width  and  then  wrapped  around  the  test  object  with  only  one  turn  of 
the  composite  line.  The  disadvantage  of  this  technique  is  that  the  lines 
would  have  to  be  cut  to  appropriate  lengths  for  each  test  and  this  would, 
essentially,  render  the  lines  expendable. 

Rigid  and  flexible  lines  have  been  preliminarily  investigated  for 
mechanical  implementation.  Flexible  lines  are  not  mechanically  desirable 
because  the  pliability  of  the  foam  or  other  spacing  material  is  necessarily 
high  to  permit  conformal  fit  to  irregular  surfaces  and  the  fit  is  mechanically 
unstable  on  relatively  smooth  surfaces.  A rigid  line  configured  similar  to 
that  shown  in  Figure  4 is  preferred.  The  spacing  material  between  the  top 
conductor  surface  and  the  center  line  Is  honeycomb  or  foam.  Dielectric 
spacers  are  located  between  the  striplines  and  the  test  object  allowing  con- 
trol knobs,  indicators,  etc.,  to  be  closer  to  the  stripline.  The  effects  of 
these  protrusions  on  input  power  and  VSWR  are  treated  in  the  Appendix  of 
this  report. 

The  stripline  thus  configured  could  be  supplied  in  standard  sizes, 
rectangular  or  square  and  up  to  3 feet  maximum  dimension.  In  practice, 
several  lines  could  be  placed  simultaneously  over  the  test  object  to  facili- 
tate multiface  coverage.  If  the  side  of  the  test  object  is  less  than  the 
standard  stripline  sizes,  the  "ground  plane"  which  is  the  object  under  test 
should  be  extended  so  that  the  stripline  operates  against  a continuous  ground 
plane.  This  may  be  implemented  by  beryllium  copper  spring  contacts  against 
the  test  object  with  the  contacts  connected  to  thin  aluminum  sheet  which  may 
be  fitted  to  the  test  object  or  trimmed.  Mechanical  implementation  will  be 
determined  by  actual  operation  of  prototype  models  so  that  set  up  time,  opera- 
tion cost  and  user  convenience  can  be  determined. 

3.7  Field  Variation. 

In  section  3.3,  the  width  of  the  center  conductor  was  estab- 
lished to  be  3.25  inches.  With  the  conductor  width  known,  it  is  now  possible 
to  determine  the  field  variation  on  the  test  object  as  a function  of  trans- 
verse displacement  from  the  conductor  centerline  (note  that  the  field  varia- 
tion longitudinally  due  to  line  losses  is  negligible:  .03  dB  for  a 3 foot 

length).  The  field  intensity  will  be  maximum  under  the  center  of  the  conductor 
strip  and  will  decrease  with  transverse  displacement  from  the  centerline. 
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When  there  are  two  adjacent  lines  of  equal  phase  and  amplitude,  the  field 
strength  between  the  lines  increases  by  6 dB  over  the  case  of  a single  line. 
Standard  data*  for  stripline  indicates  the  fields  are  down  by  6 dB  at  a point 
. 64w  from  the  conductor  centerline.  With  a distance  of  2 (,64w)  or  1.28w 
between  the  centers  of  adjacent  conductors,  the  field  strength  between  the 
two  conductors  conforms  with  the  field  at  the  center  of  each  conductor.  This 
is  the  spacing  required  to  assure  that  the  field  strength  variation  in  a com- 
posite line  is  uniform.  Figure  4 is  a cross-sectional 
view  of  the  strip  transmission  line  consisting  of  two  adjacent  lines.  With  w 
equal  to  3.25  inches,  each  line  segment  provides  approximately  4 inches  of 
transverse  field  of  essentially  uniform  strength.  To  cover  the  specified  3 x 
3 foot  area,  the  composite  strip  transmission  line  requires  nine  parallel 
lines  each  3 feet  in  length. 

3.8  Transition  Section. 

Each  line  segment  of  the  composite  line  will  be  individually  excited 
by  a multiport  power  divider  by  means  of  a coaxial  to  strip  transmission  line 
transition  section.  This  transition  has  the  same  cross-sectional  con- 
figuration as  the  line  segment  and  will  taper  down  to  match  the  coaxial 
input.  The  output  end  of  each  line  segment  will  be  terminated  in  50  ohms. 
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3.9  Input  Power  Requirements. 

It  was  previously  established  that  the  field  strength  requirement  for 
the  strip  transmission  line  is  400  volts  per  meter  or  10.16  volts  per  inch. 

The  distance  from  the  center  conductor  to  the  test  object  ground  plane  in 
Figure  3 is  1.1875  inches;  the  drive  voltage  required  is  therefore  10.16  times 
1.1875  inches  or  12.06  volts.  Applying  this  voltage  to  the  conductor  assures 
a 400  volts  per  meter  uniform  field  strength  distribution  over  the  composite 
strip  transmission  line  area.  The  input  power  required  for  each  line  segment 
is  therefore  (12.06)^  divided  by  50  ohms  or  2.91  watts.  Allowing  for  reason- 
able input  losses,  the  input  power  requirement  for  each  line  segment  is 
approximately  5 watts  and  the  total  power  requirement  for  the  composite  line 
(9  individual  lines  in  parallel)  is  45  watts.  The  field  intensity  can  be 
verified  by  measuring  the  voltage  between  the  center  conductor  and  the  test 
object  ground  plane  surface  and  dividing  this  by  the  separation  between  the 
conductor  and  test  object  surface. 

The  power  required  is  the  total  power  delivered  to  the  line.  The 
Appendix  of  this  report  describes  the  effect  of  discontinuities  in  the  line 
and  parallel  loading  to  maintain  low  VSWR.  The  Appendix  shows  that  relatively 
large  physical  discontinuities  in  the  test  object  do  not  cause  large  mismatch 
losses,  and  it  is  possible  to  design  the  line  such  that  power  fluctuations  are 
within  the  acceptable  level  to  maintain  a predicted  field  strength. 


* Sanders  Associates:  Handbook  of  Triplate  Microwave  Components:  ASTIA 

Document  AD  110157,  1956, 
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REFOCUSED  PARABOLA 


4.1  Concept 

The  field  generating  system  from  2 to  40  GHz  will  be  parabolic 
antennas  with  axially  refocused  feeds  such  that  the  radiated  energy  will 
be  focused  on  the  test  object  a specified  distance  from  the  antenna. 

The  purpose  of  refocusing  the  feed  is  to  simulate  far  field  radiation 
patterns  in  the  near  field.  Cheng*  describes  three  techniques  for  determining 
the  amount  it  should  be  axially  displaced  as  a function  of  the  distance  at 
which  the  far  field  pattern  is  to  be  produced.  This  report  concludes  that  the 
feed  should  be  axially  displaced  at  a distance.  A,  out  from  the  normal  focus, 

F,  as  shown  in  Figure  5 and  as  determined  below: 

A = F2/  (R-F)  (5)* 

F * focal  length 

where  R = convergence  distance 

A = displacement  distance 


This  relationship  also  shows  that  the  amount  of  displacement.  A,  is  not  a 
function  of  frequency. 


As  an  experimental  verification,  a 3 foot  diameter  parabola  with  a focal 
length  (F)  to  diameter  (d)  ratio  of  0.5  was  measured  at  4 GHz  at  a range  of 
80  feet  (2.19  d^/A) , and  then  measured  at  3 meters  or  9.84  feet  (0.27  d2/X). 

From  equation  (5),  with  F equal  to  18  inches  and  R equal  to  9.84  feet  or  118.08 
inches,  the  displacement  distance  is  3.24  inches.  The  antenna  was  measured4 
with  the  feed  at  the  normal  focal  distance  (18  inches)  and  at  a range  of  80  feet. 
The  measured  3 dB  beamwidth  was  4.10  degrees.  The  antenna  was  then  measured 
with  the  feed  at  21.24  inches  and  at  a range  of  9.84  feet.  The  measured  3 dB 
beamwidth  was  4.15  degrees.  By  axially  refocusing  the  feed  as  predicted  by 
equation  (5),  far  field  directivity  was  produced  in  the  near  field.  Since  the 
antenna  efficiencies  for  the  normally  and  the  refocused  antennas  are  equal, 
the  gain  in  the  near  field  and  the  gain  in  the  far  field  are  also  equal. 


As  with  the  strip  transmission  line  technique,  the  refocused  parabola 
concept  underwent  various  stages  of  development.  Initially,  as  proposed  in 
the  second  quarterly  report,  the  available  power  was  specified  as  100  watts 
up  to  12  GHz  and  1 watt  up  to  40  GHz;  the  system  developed  was  based  on  utiliz- 
ing the  available  power.  The  resulting  system  consisted  of  eleven  frequency 
sub-bands  from  2 GHz  to  40  GHz.  One  important  conclusion  drawn  from  this  design 
is  that  high  input  powers  are  required  in  order  to  illuminate  larger  areas. 

As  was  pointed  out  in  the  first  quarterly  report,  high  powers  at  the  higher  fre- 
quencies are  not  economically  practical.  The  system  is  therefore  limited  in 
the  area  that  can  be  illuminated  at  the  higher  frequencies  and  time-scanning 
of  larger  test  objects  is  required. 


*D.K.  Cheng;  Defocus  Characteristics  of  Microwave  Reflectors;  ASTIA  Document, 
AD98167,  1955,  Syracuse  University,  equation  (35) 

+The  method  of  these  pattern  measurements  is  described  in  Chap.  15  "Microwave 
Antenna  Theory  & Design"  by  Silver. 


AXIALLY  REFOCUSED  PARABOLIC  REFLECTOR 


Time-scanning  is  also  desirable  over  the  frequency  bands  where  high  power  sources 
are  available.  Discussions  with  manufacturers  have  shown  that  the  cost  of 
a 100  watt  amplifier  is  considerable  greater  than  the  combined  cost  of  a 2 watt 
unit  and  scanning  mechanism  for  each  frequency  band. 

For  reasons  of  economy  and  efficiency,  the  design  criteria  for  this 
system  is  to  minimize  input  power  requirements  by  scanning  with  reflectors  of 
reasonable  size. 

4.2  Configuration 

A series  of  calculations  were  made  to  show  the  compromises  available  for 
the  design  of  the  2 to  40  GHz  antenna  subsystem.  Those  parameters  which  are 
selectable  are  antenna  size,  input  power,  field  intensity,  and  area  illuminated. 
These  parameters  are  variable  within  the  limits  of  the  design  specification  for 
field  intensity  and  chamber  size  and  within  the  limits  of  practicality  of  power 
sources. 


Parabolic  reflectors  varying  in  size  from  12  to  36  inches  in  diameter  were 
chosen  in  accordance  with  the  design  specification  and  within  the  guidelines  of 
MIL-STD-461.  The  antennas  will  be  designed  with  refocused  feeds,  as  discussed 
previously,  to  concentrate  the  antenna  energy  at  a distance  of  3 meters  from 
the  parabolic  reflector.  The  gain  of  the  antennas  is  shown  in  Figure  6 for 
antenna  sizes  from  12  to  36  inches  in  diameter.  The  gain  was  calculated  from 
the  following  formula: 


G = 0.5  4irA  (5)* 

where 

A = area  of  circular  aperture 
X = wavelength 

and  the  factor  0.5  is  used  for  a realizable  distribution  on  the  circular  aper- 
ture as  described  by  Silver.* 

The  beamwidth  of  these  antennas  is  shown  in  Figure  7 and  is  calculated 
from  the  following: 

B.W.  = 1.47  A (6)* 

d 

2 P 

where  d is  the  diameter  of  the  circular  aperture  and  the  distribution  (1-r  ) 
with  p = 2 is  used  as  for  the  gain  calculations. 

r “ £ 

a 

a ■ radius  of  the  aperture 
p ■ incremental  radius 
p - 0,  1,  2 . . . 


* Silver,  S.,  Microwave  Antenna  Theory  and  Design,  Volume  12,  MIT  Rad  Lab 

Series,  McGraw  Hill  Book  Company  1949.  Section  6-8  page  192-195  and  Table  6.2. 
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FTGURF  7.  BEAf  WIDTH  VS.  FREQUENCY  VS.  APERTURE  DIAMETER 


Choosing  p = 2 is  consistent  with  primary  feed  patterns  readily  achievable 
by  horns  or  reflector  backed  dipole  arrays. 

The  field  intensity  is  calculated  at  the  half  power  points  of  the  radia- 
tion pattern.  Therefore,  the  area  included  within  the  6 dB  points  of  the 
pattern  is  the  calculated  field  intensity  plus  or  minus  3 dB  which  is  the 
excursion  permitted  by  the  design  specification.  The  field  intensity  obtain- 
able with  one  watt  input  power  is  shown  in  Figure  8 for  parabolic  reflectors 
from  12  to  36  inches  in  diameter. 

The  power  required  to  produce  a 200  volt  per  meter  field  intensity  is 
shown  in  Figure  9.  The  power  was  calculated  using  the  half  power  gain  of  the 
antenna,  fhe  field  intensity  produced  between  the  6 dB  points  of  the  antenna 
pattern  is  200  V/m  + 3 dB.  The  power  is  calculated  for  dish  sizes  from  12  to 
36  inches  in  diameter. 

The  parabolic  antennas  produce  a beam  with  a circular  cross  section. 

The  diameter  of  the  circle  illuminated  by  the  antennas  at  a distance  of  3 
meters  is  shown  in  Figure  10  for  antennas  from  12  to  36  inches  in  diameter. 

Significant  conclusions  pertaining  to  the  design  of  the  antenna  sub- 
system are  derived  from  the  figures  and  summarized  below: 

1.  Scanning  is  required  to  produce  200  V/m  over  a 3 foot 
square  surface. 

2.  Since  scanning  is  required,  it  is  economically  desirable 
to  choose  the  larger  reflectors  and  reduce  input  power 
requirements. 

3.  If  200  V/m  is  to  be  obtained  using  a 36  inch  reflector, 

126  watts  of  power  is  required  at  2 GHz.  (Reducing  the 
power  requirement  to  10  watts  would  result  in  a dish 
size  of  approximately  9 feet  which  is  not  within  the 
specified  size  guidelines.) 

4.  Standard  parabolic  reflectors  between  24  and  36  inch 
diameter  can  be  used  in  the  EMRS. 
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FIGURE  9.  POWER  REQUIRED  FOR  200  V/M  VS.  FREQUENCY  VS.  APERTURE  DIAMETER 


FIGURE  10.  DIAMETER  OF  CIRCLE  ILLUMINATED  AT  6 dB  POINT  OF  PATTERN  VS.  FREQUENCY  VS 

APERTURE  DIAMETER 
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SUMMARY . 


5.1  Conclusions. 

It  is  concluded  that  the  strip  transmission  line  is  a suitable  field 
generation  device  for  the  frequency  range  of  10  kHz  to  2 GHz.  A single  com- 
posite line  can  cover  a 9-square  foot  area  over  the  entire  frequency  range, 
with  only  50  watts  of  input  power  to  produce  an  equivalent  field  strength  of 
200  volts  per  meter. 

It  is  also  concluded  that  a 36-inch  refocused  parabola  is  a suitable 
field  generation  device  for  the  frequency  range  of  2 GHz  to  40  GHz.  This 
antenna  requires  a maximum  of  126  watts  of  power  to  produce  a field  strength 
of  200  volts  per  meter.  In  order  to  illuminate  the  entire  surface  of  a large 
test  sample,  it  will  be  necessary  to  scan  the  antenna  over  the  surface. 

5.2  Recommendations. 

It  is  recommended  that: 

a.  The  strip  transmission  line  be  used  as  the  field  generation 
device  for  the  frequency  range  of  10  kHz  to  2 GHz. 

b.  The  refocused  parabolic  antenna  be  used  as  the  field  generation 
device  for  the  frequency  range  of  2 GHz  to  40  GHz. 

c.  The  EMRS  system,  as  outlined  in  this  report,  be  expanded  and 
incorporated  in  the  EMRS  design  plan. 
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APPENDIX 

ESTIMATION  OF  THE  DEGREE  OF  DUMMY -LOADING  NEEDED  TO 
CONTROL  THE  RETURN-VSWR  TO  A PCWER  SOURCE 
DRIVING  AN  UNPREDICTABLY  OBSTRUCTED  TEH  LINE 

Prepared  by:  D.M.  Lipkin 


This  appendix  contains  an  analysis  supporting  the 
statement,  on  page  7 of  the  main  report,  regarding 
impedance  compensation  required  to  maintain  a VSV.-R 
of  1.2:1  with  a sizeable  protrusion  in  the  strip 
line.  For  a protrusion,  rather  than  a detached 
obstruction,  b = 0 in  the  diagram  in  this  appendix 


NOTE 


ESTIMATION  01'  THE  DEGREE  OF  DUMMY  -LOADING  NEEDED  TO 
CONTROL  THE  RETURN-VSUR  TO  A POWER  SOURCE 
DRIVING  AN  UN  PREDICTABLY  OBSTRUCTED  TEM  LINE 


TEM  LINE  

(PROPERLY  TERMINATED  WHEN 
OBSTRUCTION  IS  REMOVED) 


'/■d 

(DUMMY  LOAD) 


METAL-BOX 

OBSTRUCTION 


SUPPLY -LINE 
FROM  POWER 
SOURCE 


The  worst 


unspecified  a,  b,  and 


both  x and  l,  is  worked  out,  for  "given 


case,  versu 


1.  ESTIMATION  OF  "Zi"  (CHARACTERISTIC 
IMPEDANCE  OF  THE  OliSTRUCTED  SECTION 
OF  THE  TEM  LINE) 


For  purposes  of  estimating  the  increase  of  the  TEM  lines  capacitance- 
per-unit-length  due  to  the  presence  of  the  obstruction,  the  fol- 
lowing assumption  is  made: 

The  region  of  the  TEM  line  that  contains  the  obstruction,  end  the  obstrnr- 
tion  itself,  have  such  shapes  and  dimensions  as  to  enable  the  line's  electric- 
field  lines  to  be  approximated  as  straight  and  of  uniform  density,  in  that 
region,  both  in  the  presence  of,  and  in  the  absence  of,  the  (perfectly  conducting) 
obstruction.  (3) 
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Subject  to  the  assumption  (3),  the  capacitance  of  the  region  of  the  TEM 
line  of  width  w,  per  unit  length  along  the  line,  in  the  absence  of  the  obstruc- 
tion, can  be  approximated  as: 


10  _ v Farads 

,2  4rih  cm 


where  all  dimensions  a re  in  cm,  and  vq  is  the  velocity  of  light  in  free  space 
(the  TEM  line  is  assumed  to  have  vacuum-dielectric): 

vq  h 2 .997924562  x 1010  cm/sec.  (5) 

And,  in  the  presence  of  the  obstruction,  the  corresponding  capacitance-per-unit- 
length  can  similarly  be  estimated  to  be  (taking  the  a-capacitance  and  the  b- 
capacitance  in  series): 


10  . w 

2 A'na] 


10  . ■ w 

2 Anb, 


w i Farads 


2 4rt(a+b) I era 


The  increase  in  the  capacitance-per-unit-length  of  the  section  of  the  TEM 
line  that  contains  the  obstruction,  is  therefore  estimated  to  be:  [(6) -(A)) 


"AC, " 


[K)  • y • ( 


Farads 


(a+b)h 


Lj  and  Cp  respectively  the  inductance  and  capacitance  per  unit  length  of 
the  unobstructed  TEM  line,  are  related  to  that  line's  characteristic  impedance 
7.  and  velocity  of  propagation  v^  as  follows: 

Zo  = V c“  * <0hms>  S 

v = 1/ VLi  ci  7 (cm/sec)  (S 

o ’ll 


in  which  is  in  F.cnries/cm  and  in  Farads/cm. 
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The  corresponding  relationships  for  the  obstructed  section  of  the  TEM  line 


'i  Vc;  > 


(Ohms) ; 


vo  = 1/  Y L[c{  > (cm/sec)  (] 

in  which  the  primes  denoted  the  altered  parameters  due  to  the  obstruction,  and 
in  which  it  is  to  be  noted  that  the  same  velocity-of-propagation,  vq,  applies, 
as  in  the  unobstructed  case. 

Eliminate  between  (8)  and  (9),  and  Lj  between  (10)  and  (11),  to  get: 

ci  ’ tel  ’ 0 


vS 


ci  = (ci  + ACi^  (1/ 

where  AC^  is  given  by  (7).  Therefore,  by  eliminating  between  (12)  and  (14), 
and  substituting  the  resulting  expression  for  Cj  into  (13),  we  obtain: 


1 \1  + v Z AC.  I Vi- 

1 o o 1' 

By  using  (7)  to  eliminate  AC^  from  the  desired  estimate,  we  obtain  the  formula: 


(expressing  as  a fractional  multiple  of  Zq) 

(H  * r-  -1 1 

° L I10  zol 

L1  + Un  v | l (a+b)h  P 


(which  is  a ratio  smaller  than  unity,  as  would  be  expected.) 
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2.  DETERMINATION  Or  THE  DRIVING-POINT 
IMPEDANCE  OF  THE  OBSTRUCTED  TEM  LINE 


With  reference  to  the  Figure  (I),  the  equivalent  circuit  of  the  entire  TEM 
line  can  be  represented  as: 


— PHASE-LENGTH^  x 


: PHASE -LENGTH^  Ji— : 


in  which. 


» “ It)  ■ (fl  - !¥)  • 

o o 

The  general  formula  for  the  impedance  Z'  (seen  when  looking  into  the  Z^-line, 
above),  is: 


Zj  (Zq  cos(pi)  + jZj  sin  (pi)) 


Tzi  (z 

' - 1 o 

(Z1  C< 


cos  (pi)  + jZQ  sin(pi)) 


Correspondingly,  the  desired  driving-point  impedance,  Z^,  is: 

rZo(Z'  cos(px)  + jZQ  sin(px))-| 

Zp  l (Z0  cos' Ox)  + jZ'  sin(px))  J 


By  using  (19)  to  eliminate  Z'  from  (20) , and  after  some  rearrangement 


one  arrives  at  the  following  formula  for  Z : 

P 


/Z  1 

r cor.(px)cos(p£)  - sin(3x)s  in(gjZ) 

jlJi iii! 

'o  if  Zll 

cos(<3x)cos(f3£)-  — j sin(p>;)sin(p£)j 


+ j sin(px)cos(0£)+  -H  cos(3x)sin(6JZ) 


+ |^j  sin(3x)cos(p£)+^  cos(3x)sin(p£)Jj 
(In  the  above  formulas,  Zq  and  are  real  impedances,  and  (Z^/Zq)  may  be 

s 

estimated  via  (16).  Note  that  Z = Z if  Z = Z .) 

polo 

For  later  reference,  the  following  quantity  is  calculated  by  the  use  of  (21) 


fcj| 

(H 


jcot(p£) 


-p  + -A)  e2^ 

Z . Z 

11  oiJ  


Z Z ' 
_o  1 

Z " z , 

1 o1 


3.  DETERMINATION  OF  THE  MAGNITUDE  OF 
TUF.  REFLECTION -COEFFICIENT  INTO 
THE  SUPPLY-LINE 


With  reference  to  the  Figures  (I)  and  (17),  the  impedance  that  loads  the 
supply-line  Zg  is  Z^  shunted  by  the  dummy-load  Z^.  The  reflection-coefficient 
r of  interest  is  therefore: 


r - 


Z Z, 
_ -P-  <1 


Z + Z, 
P d 


- Z 


z z, 

P d 


z + z , 

p d 


+ Z 


(23) 


We  assume,  however,  that  the  supply  line  is  properly  terminated  whenever  the 

obstruction  is  removed  from  the  TEM  line;  i.e., 

{r  = 0 when  Z ~ Z } - 
*■  p o 

Applying  this  to  (23)  yields: 


(24) 


Z = 
s 


■Z  Z 
o d 


Z + Z 
o d 


(25) 


As  the  value  to  which  Z must  be  designed,  for  any  assigned  choices  of  Z and 

s o 

Zd-  Now,  (25)  reduces  (23)  to: 


r = 


1 + » + b 

o 


/Zn 

^+1 

O 


Z 

_R  _ i 
Z 

o 


(26) 
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)',y  substituting  (22)  into  (26),  Equation  (26)  is  expanded  to: 


21  + r 

1 + — — 

(Z  o Zl| 


/Z  z.- 

~z+  -A 

z z| 

jcot(gf)  - — ^ 


In  this,  we  regard  Zq,  Z^,  and  Z^  as  dissipative,  positive,  real  impedances, 
and  regard  x and  S,  as  unpredictable  distances.  Also,  from  (16),  Z^  < Z^. 

Patently,  therefore,  from  the  mathematical  form  of  (27),  the  following 
upper  bound  can  be  calculated  on  Jr|,  for  any  value  of  x,  and  for  unspecified 
fixed  i: 


M * 

(for  any  x) 


2 1 + r, 

o1 


rcot  (f}£)  + 


V ^ 

Z1  Zo 


The  relationship  (28)  can  be  rewritten  as  follows,  without  absolute-value  signs 
in  the  denominator: 


Z. 

1 + r 

o 


r~r\  sin2(^)|  - 1- 

1 **  o 


The  K.H.S.  of  (29)  roaches  its  largest  value,  a worst  case , when  sin  (g/.) 
equals  unity.  Therefore,  in  the  absence  of  any  information  concerning  J i as 
well  as  the  following  statement  can  nevertheless  always  be  made: 


which  can  be  simplified  to: 


ZQ>Z1  (see  (16)) 


which  upper  limit  can  obviously  be  made  as  close  to  zero  as  desired,  by  choosing 
the  dummy-load  resistance  Z,  sufficiently  small  in  value. 


h.  VSWR  AND  DUMMY " LOAD  INC  CONS  IDERATIONS 


The  VSWR  in  the  supply-line,  "v",  is  related  to  the  magnitude  |r|  of  the 
reflection-coefficient,  by. 


(1  ± l.rl\ 

_(r  * 11 

il-|r|) 

- 

IrR 

t (r  " 'll 

(32) 


Since  this  is  a monotonic  relationship,  the  upper  bound  (31)  on  JrJ  implies  the 
following  upper  bouM  for  v: 

,2 


v s: 


1 + 


y • 4 


z 

_t 

z 


1 + -5. 


(33) 


NOTE:  Independently  of  the  value  chosen  for  the  positive  resistance 

2 

Zd,  the  R.1I.S.  of  (33)  cannot  exceed  the  value  (Zo/Zj)  ; so,  values 

2 

of  v greater  than  need  never  be  of  concern.  (34) 

For  a specified  maximum  possible  VSWR,  ",  that  satisfies  (34),  i.e., 

v«,*.  < (if)  ’ <35> 

the  inequality  (33)  can  be  solved  for  Z^,  the  dummy-load  resistance,  giving: 

iz,\  r v - 1 - 

max » 


max. 


(36) 


For  convenience  in  applying  the  estimate  (16)  to  (36),  (16)  can  be  rewritten 


as: 


|y , 

[ , K zo_i . 

f(h-a-b)w\ 

I4*  Vo  J 

| (a+b)w  ) 

(37) 


From  (5),  we  notice  that:  (4n  vQ/l(r)  ^ "(120rt)",  and  is  thus  just  the 

characteristic  impedance  of  free  space: 


An  v 


10 


" "Zoo"  (=  376 • 730  Ohms). 


(38) 


Therefore,  Equation  (37)  can  be  written  still  more  succintly,  as: 


/Z  1 

I °l 

JL. 

~r 

l + 

lzlJ 

lZ 

* OO* 

(a+b)h 


(39) 


But,  see  (42)1 

By  inspection  of  the  Figure  (2),  moreover,  it  is  seen  that  the  product 
[(h-a-b)wj  which  appears  in  (39)  is  just  the  cross-sectional  area,  "A",  of  the 
box -obstruct ion  placed  in  the  TEM  line;  i.e.: 

[(h-a-b)w]  — A.  (40) 

The  product  [(a+b)h]  which  also  appears  in  (39)  does  not  have  as  simple  an 
interpretation,  but  is  susceptible  of  representation  in  terms  of  a "mean 
clearance"  H,  as  follows:  Since  h is  the  clearance  (see  Figure  (2))  available 

before  insertion  of  the  obstruction,  and  (a+b)  is  the  total  amount  of  the  upper 
and  lower  clearances  after  insertion  of  the  obstruction,  one  can  define  a 
useful  geometrical  mean  of  these  two  clearances,  by: 

"H"  s Vh  * (a+b)  . (41) 


36 


6.  SUMMARY  OF  FORMULAS 


A.  The  basic  estimate  of  Z^,  the  characteristic  impedance  of  the  obstructed 
section  of  the  TEM  line,  is  given  via  the  formula  (42)  for  (ZQ/Z^),  with 
(40)  and  (41)  and  (38)  and  their  discussion  providing  notation,  and  (3) 
expressing  an  essential  qualitative  assumption. 

B.  The  maximum  allowable  value  (to  allow  for  worst  cases  on  the  dimensions  i, 

and  x Figure  (1))  for  the  dummy-load  resistance  Z^  is  expressed  via 

the  inequality  (36)  for  (Zd/ZQ) . 

C.  Alternatively  to  B-,  the  worst  VSWR  that  can  be  expected,  for  a given  Z^, 

is  expressed  by  (33). 

T 

D.  The  power-waste  ratio,  due  to  dummy -loading,  is  as  expressed  by  (45).  — 
See  (43)  for  its  definition. 

E.  For  given  TEM-line  Zq,  and  dummy-load  Z^,  the  supply-line's  characteristic 

impedance  Z must  be  as  given  by  Equation  (25). 

S 

I 


7 . NUMERICAL  EXAMPLE 


Choose  the  values: 

(a+b)  = 0.5  in.  = 1.27  cm. 
h = 2.5  in.  **  6.35  cm. 

A = 1 in.2  “ 6.45  cm2 
ZQ  = 500 

[ZOQ  = 376.730  (see  (38))] 

v = 1.2:1 
max. 

Then, 

(41)  gives  "11"  = 2.839  cm. 

(42)  gives  (Z0/Z!)  = 1.106 
(36)  gives  (Zd/ZQ)  i 8.695 
(45)  gives  PWR  £ .115  (11. 


(46a) 

(46b) 

(46c) 

(46d) 

(46e) 

(46f) 


(47a) 

(ZX  =45.20) 

(47b) 

(Zd  i.  434.80) 

(47c) 

%) 

(47d) 

and 

(25)  gives  Z = 44.80  (if  Z.  = 434.80)  (47e) 

S G 

{Furthermore,  if  Z^  (no  dummy-loading), 

(33)  gives  v £ 1.223),  (47f) 

— so  that  no  dummy-loading  would  really  be  required,  in  the  context 
of  the  above  example!  — 
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